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QuPid Recertification Assessment
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1. What should you check on the test pouch before running a pregnancy test?


1. What is the sensitivity of the test kit?( how low will it read)


1. At what temperature should you store the test kits?


1. How much urine should be added to the test device?


1. How long must you wait before reading the test results?


1. What should you do if no line is detected in the area marked C?


1. What does it mean if the only line visible is in the area marked C?


1. What does it mean if the line visible in the area marked S is much fainter than the visible line in the area marked C?


1. How many people should read the test result?


1. Where should you record the results?

9. A)

9. B)



1. Name four of the six pieces of information required when completing the audit sheet:
· 
· 
· 
· 

1. What should you do with a full audit sheet?



1. What could you do if you are unsure of the result produced by the test kit?


· A)

· B)

1. How/where do you obtain supplies of the pregnancy test kits?


1. What should you do when you receive Pregnancy Test EQA?

· A)


· B)

Please return the completed quiz to POCT Team Pathology POCT.Team@york.nhs.uk

POCT Team
Please record on Cobas IT 1000
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